MicrotoxOmni Test Report

Date: 7/30/2010 03:53 PM

Test Protocol: Basic Test

Sample: StrongSeal T60mediumf

Toxicant: -

Reagent Lot no.: -

Test description: -

Test name: StrongSealT60mediumfilter

Database file: C:\Program Files\MicrotoxOmni\db1lbtmd
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5 Mins Data: 15 Mins Data:
Sample Conc lo It Gamma % effect It Gamma % effect
Control 0.000 96.52 96.40 0.9988 # 100.30 1.039 #

1 5.625 93.17 87.66 0.0615# 5.797% 94.23 0.0272.674%
2 11.25 9855 91.78 0.0724# 6.754% 99.14 0.0328.193%
3 2250 91.08 78.39 0.1604# 13.83% 85.57 0.10692.890%
4 45.00 90.49 71.03 0.2724# 21.41% 79.17 0.18713t81%

# - used in calculation; * - invalid data; D - delé from calcs.

Calculations on 5 Mins data:

EC50 Concentration:230.4% (95% confidence rangd53tb 1625)
95% Confidence Factor: 7.056

EC50 value is greater than 100%

Estimating Equation:LOG C =1.251 x LOG G +2.362

Coeff. of Determination (R?):0.9493

Slope: 0.7586

Correction Factor: 0.9988

Calculations on 15 Mins data:

EC50 Concentration:342.9%

Calculated from two data points, therefore no aberiice range given.
Estimating Equation:LOG C =1.214 x LOG G +2.535

Slope: 0.8237

Correction Factor: 1.039
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